TUCSON POLICE DEPARTMENT
CRIME LABORATORY
A
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

= — . Senal # é-00500OS | certifies by her signature:

on__ WY . with aresult of 0-07F AC. 0.079AC,

and on /A/R/64% _with aresult of g 972 AC. . p79 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to_0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

W@M

Irene Doran

two dates.

ADPS QAS Permut #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this (ﬁ . day of lecember . 200Y.

KATHY A. KINNEY

OFFICIAL SEAL

Ry By

4521t NOTARY PUBLIC-ARIZONA ;
&S/ PIMA COUNTY -
L My Comm. Exp. Sept. 4, 2008 No Ty Public
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TANDARD QUALITY ASSURANCE PROCZDURZS (YN
INTOZILY3IER HODEL 5000# N
scEney Tucson 2olice  qa spscriirst Lwenc Dores ” %6 23/
(Print Nazme) .=
INTOXILYZER SERIAL ##-005D05 LOCATION DieT /19
DATE_ Noveaiber ¥ A _Dood  Tivz_ /020
P
~ A Display reads "READY TO STAIT" or "2USH BUTTON TO ST29T

DEAGHAGSTTE TESTS
T OVM Test check. Satting should bz between .200 and
.§00. Hode selection switch 52 on, S1 and 533 off or
keyboard menu salaction "H". Raading s oYea .
Ez&c Display Test check. Mode selection svitch 51 an and 52
and S3 off or keyboard menu selectign "V".
i\ Printar Test check. Mode selection switch 51, 52, S3
oEf or keybeard menu sslsctian "2".
. Clock time check. Maode sglsctlon switch 510 on azx
keyboard meanu selection "E". :
i Date check. Mode selection switch 511 on or kKeyoosnd
manu sslection "EY.
QDERATIONAT, TESTS
il Llconal free subject Test resul:t 0.000D e
E Ercor recagnition logic system functioning ;
Invalid test printed -
—Lh— Proper sample recognition systenm
Invalid sample printed gy -

Deficient szmple printedooa— ! )
N/A Completsness of sample purge with collesction tuba**

P calibration standard 0.p%? ac
Results: 0. 0FFAc « 0. & Zg4c

Instrument opesrating properly and accurataly. EES_"ﬂ{CJ__

COMMENTS

STGNATURE _{sz f’@‘tﬂb s

S
G.ﬂkgﬁf aloohol concentration standard collected far subsaguent
analysis.**

*WITHE OR WITHQUTL VAPOR RECIRCULATION AND WITH OR WITHOUT KETECOARD
% #THTS STE? TE ONLY REQUIRED IF¥ THIS DEVICE IE BEING USED FOR
EAMPLE CABRTUORE.

DHS/DSLS/Form CL17(Rev.7-93)
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Tucson Police Department Crime Laboratory
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THTE REPORT PREPARED PURSUANT TO DUTY IMPOSED
_A.C. RI=14-404 (A)

td
iy

ATDTZONA DEPRARTHENT OF HEALTH EBERVICES

STANDARD QUALITY ASSURAMCE PHROCEZDURESD
INTAOIILYZER MODEL 5000+

STANDARD CALIZRATION CEECK PROCEDURE &&l

Agency _Tucson Police Department Date [t/ #Ho¥ Time _/DA0

Tntoxilyzer Ssrialé pp—N0%5005 Lacaticn _ nUL #P

QA Specialist Trepr Doran #6332/

(Print Nzme)

(wom+ 1. Pour a standard alcchol solution of known value intoc a
clean dry simulator jar and assemble the simulataor.
Insure that a tight ssal has been mads.
Standard value: 0.0KD AC

(o ] 2. Tuacnion the simulatar and allow the temperature to
ragoh Tdf0EER0N

(boe) 3. Set Tritaxilyzer mode selection in tha ACAR mode Dby
switching mode selection switch #3 on or selecting "
an kevboard menu.
(fﬂrj 4. Attach simulator to the simulator antrance port on the
Intoxilyzer.
(2] 5 Intaxilyzer 5000 display reads "READY TO START" orx
"PUSH BUTTON".
T () . Push Start Test button or prass entser on kevboard.
ol 7. Insert card in response to display

a8
7
o] 8- iy bBlank completed.
N AP L calibration check completed.
Test results 0.0F ¢ 0.DFF AC .
®(y2>~) 10. Air blank completed.
Getlen—) 11. When display reads Test Complete remove evidence card.
Attach the card to the complested checklist. .
(— 12. Return made selection switcn #9 to off positiom after
211 calibration checks are complete or type Q and enter
on keyboard. : “

STCNATURE ,éghﬂﬁhszgél@kahvi_
=

*WITE OR WITHOUT VAPOR RECIRCULATION AND ¥ITE OR WITEOUT XEYEOARD

DHS/DSLS/Form CLL§ (Rev.7-93)




TELIS REFORT FREPAUED RURSUANT TQ DGTY THBOE2) Bw
AX.T. BI-T4d=404 (A}
AETZONA DEPRATHENT OF HEPALTE STEVICES
STANDARD QUALITY ASSTRANCE DPHOCEOOZEG
INTOXILYZIER }foazﬂ 5goox f"({ﬁ\'\
AcENCY Tucson Police g SPECIALIsST L FEAE [hran 4&33/

(Biinc

“315

OCATIoN  PDHhul H—Q

NTOXILYZER SERIAL #6050 9
TE_ _Decconbera &oof TIMZ_ (4935

o = Display resads ”v-*n* TG STEETY a¢ T2UsSH SUTTOod
sy
DIACGMOSTIC TESTS
) DVH Test chack. Satting should bz hstwesn .200 and
-600. HMode selection switch 52 on, 51 and S1 off or
keyboard menu salection "H". Reading is _ 7& s
:f%t: Display Test check. Mode sslection switch 51 on and
and S3 off or keyboard menu selacthion v
- — Printar Test clieck. Hode salaction switch SI; 52, 5
off or kKeybogard menu salectiaon "=
e Clock me check: Mode selection switch S10 on or
v ||

Made selection switch S11 an

=
manul salectian
el

ectlgn “WEW._

CEERATTONAT, TESTS

Alcahol fres subjsct Test rasult 0.000
ﬁ Error recognition logic system functioning
Invalid test printed
AT Proper sample recaognition system
Invalid sample printed.gas —

y Deficient sample printedsar
MR

QQ;‘ Calibration standard 0.0 AC
- Results: 0.0 F79A4C. « 0.0794 C_

ac

Completsness of sample purge with collaction tuhex=

Instrument operating properly and accurately. YES*_/E{:EI_

COrFE{ENTS ;.

ur kKeyvbaoard

STIGNATURE M )&—MJ_“F____
v

D.F\E[M"-’ alecohal concentration standard collscted for subsegusant

analysis. «#

*WITE QR WiTEQUT VAPOR RECIBCULATION AND WI

**THIZ ‘BTEF ITE ONLY  REQUIRED I¥® “TEIS DEVICE IS -BEING UHED FOR

BAMPLE CAPRPTURE.

DES/DSLS/Farm €117 (Rev.7-923)

TE OR WITHOUT REYECARD
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Tucson Police Department Crime Laborator
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THILH REPORT PREPARED PURSUARNT TOQ DUTY THFPOHEFED BY
A.ALC. RI-14-404 (A}

ARIZONA DEPARTHENT OF HERLTH BFTRAVICE

BETANDARD QUATTTY ASSURAMCE PROCEDURESR
INTOXILYZER HODEL 3000%

ETANDARD CALIBRATION CHEECK PROCEDURE &P

Agency Tucson BPolice nedarrment Date fagﬂ;jﬂq Time 6%%35_

Intoxilyzer Serial# wl-Q058/4  Locatien DUl HR

QA Specialist Trene Dopda Y33y -
fPrint NHame)

Ewgk%-l. Four a sitandard alcohol sgolution of Xnown value into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0. (¥7 AC

Lﬁkr] 2. Turn an the simulator and allow the tamperature to
Taash | 345EH 308

(=) 3. Seb Intaxilyzer mode selection in the ACA made by

switching mode sslsction switch #9 on or sslecting vgv
on keyboard menu.

L@A;‘:' 4. Attach simulator te the simulator entrance port on the
Intoxilyzer.

~Gt={x—) 5. Intoxilyzer 5000 display reads "READY TO START" or

"BEUSH: BUTTON!".

~uf~f~ ) 6. Push Start Test button or press sntsr on keyboard.
q%iﬁm’} 7. Insert card in response to display.

#%j1lh} 8. Air blank completed.

Gloe-) 9. Calibration check completad.

Test results 0.079v0.077 Ac _ -
B(%5 ) 10. Air blank completed.
11. ¥When display reads Test Complete remove evidence-card.
ttach the card to the completed checklist.
(<) 12. Return mode salection switch #9 to off position after
all calibration checks are complete or type ¢ and enter
on kevboard .

-SIGNRTLTRE Mﬂg‘&&ﬂ_

*FITH O HLTHDQ VAPOR RECINCULATION 2MD YITE OR WITEQUT XEYEBOAHRD

ODHS/DSLS/Form CL18 [(Rev.7-93)




